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12.3  Checking the Response of the Oxygen Monitors 
 
 
1. Purpose 
 

The purpose of this procedure is to define the time interval for checking the response of 
the Oxygen Monitors. 

 
2. Responsibilities 
 

It is the responsibility of the TVDG Group Leader, or TVDG Operations Supervisor, to 
insure that this procedure is completed in a timely manner every 4 weeks, in accordance 
with the C-A-OPM 2.5.1. 

 
3. Prerequisites 
 

The person, or persons, executing this procedure, shall have all formal training required 
of a TVDG Operator. 

 
4. Precautions 
 

No special precautions are required. 
 
5. Procedure 
 
 5.1 Check the response of the Gastech Oxygen Monitors. 
 
  5.1.1 Refer to PERM procedure 007. 
 
 5.2 Check the response of the Portable Oxygen Monitors 
 
  5.2.1 Refer to PERM procedure 144. 
 
 5.3 Check the response of the Lumidor Oxygen Monitors. 
 
  5.3.1 Refer to PERM procedure 192. 
 
 5.4 Check the response of the Delta-F Oxygen Monitors. 
 
  5.4.1 Refer to PERM procedure 006. 
 
  5.4.2 Refer to PERM procedure 053. 
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